Clatter on the electrocardiogram.
An ECG recorded from a patient with an implanted cardiac pacemaker showed a striking high frequency pulsing on the ST-T segments linked with each QRS complex. In this report we present an approach to the clatter on the ECG and discuss various potential diagnoses that can have closely similar pattern.